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Date of Receipt 2023 - 06 - 07
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Approved by =
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Calibrated by =

e B I 2023 - 06 - 07 EVGLHERM 124H

Date of Calibration Recommended calibration period 12 Months
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Add:1-2F Building A1,Hongtu Industrial Park,Licun Road,Nanda Road,Dashi Street,Panyu District,Guangzhou,Guangdong,China
i (Tel) : 020-39932518 15 B (Fax) : 020-34797200 84w (Post Code) : 511430
22 7] Pk (Web) @ http//www.gaotie.com A5 A AT (WeChat) : ™M E8kitHE
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Reference documents for the Calibration:
JIG366—2004 (Hebl i Fll 460 7 ALY
2. A RBHEFE F 1) £ T B AT 8 AL
Major standards of measurement used in the calibration:
BELW/ s WEH 55 /A 80 TR WIUR AL
Name of Equipment/Serial No. Certificate No./Due date Metrological Characteristic  Traceability Institute
B R e B DYQ202320769/ 0.05%% AR THER AT
160608 2024-05-07 se
RRHEM R A\ T FBAE Electromagnetic Lab
Place of the Calibration:
BEHER S5 %1k mE: 25 C FXHEE: 54 %
Environmental of the Calibration Temperature Relative humidity
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Note:

1.The results relate only to the items calibrated.
2.This certificate shall not be reproduced except to full, without
the
written approval of our laboratory.
3.This certificated shall not be valid without stamp of our
institute.
4.This certificate No. is according to the record No.
5.The calibration date is ths date of issue of the certificate.




! Al ‘—H* ‘--.—E— 4\: ﬁL’ ,\ a
— MEsriT e MR TT AR

th

saorie  Guangzhou Gaotie Metrology and Test Co.,Ltd.
el 11111 37 %3 W

Certificate No. GIC01823025437-001 Page of

R’ E G R

RESULTS OF CALIBRATION

1 OPBAK — A . IEH

B2 AR i FMEWE  RWRE 4 @
@ @ @ ) @ (Pass/Fail)
20 2 2.03 0.03 +0.07 P

10 10.06 0.06 +0.23 B

19 19.09 0.09 +0.41 P

200 20 20.1 0.1 + 0.7 P
50 50.1 0.1 +1.3 P

100 100.2 0.2 +2.3 P

150 150.0 0.0 +33 P

190 189.7 -0.3 +4.1 P

2000 200 199 -1 +7 P
1000 1004 4 + 23 P

1900 1907 7 +41 P
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